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Abstract Objective: To describe how
the information content in a Fourier
velocity encoding (FVE) scan can be
transformed into a very sparse
representation and to develop a
method that exploits the
compactness of the data to
signiﬁcantly accelerate the
acquisition. Materials and Methods:
For validation, fully sampled FVE
datasets were acquired in phantom
and in vivo experiments. Fivefold
and eightfold acceleration was
simulated by using only one ﬁfth or
one eighth of the data for
reconstruction in the proposed
method based on the k-t BLAST
framework. Reconstructed images
were compared quantitatively to
those from the fully sampled data.
Results: Velocity spectra in the
accelerated datasets were comparable
to the spectra from fully sampled
datasets. The detected peak velocities
remained accurate even at eightfold
acceleration, and the overall shape of
the spectra was well preserved. Slight
temporal smoothing was seen in the
accelerated datasets. Conclusion: A
novel technique for accelerating
time-resolved FVE scan is presented.
It is possible to accelerate FVE to
acquisition speeds comparable to a
standard time-resolved
phase-contrast scan.
Keywords Magnetic resonance
imaging · Cine · Blood ﬂow
velocity · Pulsatile ﬂow · Fourier
analysis
Introduction
Phase-contrast velocity mapping [1] has been
demonstrated to be a powerful tool for quantifying blood
ﬂow in the cardiovascular system [2,3]. An extension of
thismethod isFourier velocity encoding (FVE) [4,5]which
acquires a velocity spectrum for each image pixel. The
FVE technique uses ﬂow-sensitive bipolar gradients to
vary the ﬁrst-order gradient moment in a stepwise man-
ner, thereby encoding velocity in a similar fashion to that
in which spatial location is encoded with standard phase-
encoding gradients. The velocity spectrum is then recov-
ered from the data by applying inverse Fourier transform
along the velocity-encoded dimension.
Fourier velocity encoding has certain advantages
over a simple phase-contrast measurement. For exam-
ple, with a phase-contrast measurement, echo-time and
signal-to-noise constraints often make it impossible to
increase the spatial resolution sufﬁciently to resolve de-
tailed features of the velocity distribution. In contrast,
since FVE resolves the velocity distribution for each vo-
xel, it is less susceptible to the partial volume effect [6]. The
achievable echo time is often shorter for FVE, since the
ﬁrst-order moment increases quadratically with the dura-
tion of the gradient, while the amount of phase encod-
ing (zeroth-order moment) only increases linearly. These
features make FVE more suitable for accurate volume
ﬂow measurements and peak velocity determination [7]
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in cases where there may be insufﬁcient spatial resolu-
tion to resolve signal components at different velocities,
e.g. for measuring peak ﬂow through stenotic valves. In
spite of these advantages, FVE is not widely used. This
is mainly due to the long acquisition time associated with
encoding one ormore extra dimensions in k-space. Several
techniques have been suggested for speeding up the FVE
acquisition, but the speed is usually gained at the expense
of either spatial [7,8] or velocity [9] resolution.
In a typical FVE measurement, only a portion of the
FOV contains ﬂow information (e.g. blood vessels). For
time-resolved ﬂow quantiﬁcation, an even smaller portion
will exhibit time-varying changes. As a result, the signals
will be conﬁned to limited regions in space, velocity and
time. Therefore, in principle, it is not necessary to acquire
the full dataset and to resolve all spatial positions at all
velocities and all time points. Intuitively, if a pixel at a
certain spatial position, velocity, and time point is known
to have no signal, the acquisition can be accelerated by
skipping this pixel. However, the situation is more com-
plicated in practice, since the rawMRdata are acquired in
the inverse (i.e. Fourier transform) domain. Thus, alterna-
tive ways of exploiting this redundancy is needed in order
to accelerate the scan.
In dynamic imaging, new techniques have been devel-
oped which exploit spatio-temporal correlations in the
data to accelerate the acquisition. Examples of such tech-
niques include UNFOLD [10], TSENSE [11], k-t BLAST
[12] andk-tSENSE [12]. In this paper,we propose to accel-
erate FVE by extending the approach of k-t BLAST. In
particular, we make use of the insight of Twieg et al. [13],
who showed that velocity encoding can be considered as
an additional axis of k-space. As a result, an FVE acquisi-
tion with three encoded dimensions (two spatial and one
velocity) is similar to a standard three-dimensional (3D)
acquisition. In this work, it is demonstrated that by treat-
ing the velocity dimension in a similar fashion to a spatial
dimension, we can apply the k-t BLAST technique to sig-
niﬁcantly accelerate a time-resolved FVE scan.Moreover,
the present study examines the signal distribution in the
FVE data space. This reveals that the FVE data space
can have an even more compact representation compared
to that of a time-resolved 3D scan, thus making time-
resolved FVE scans particularly suitable for accelerated
acquisition.
With the proposedmethod, it is shown that a FVE can
be accelerated to the point that acquisition time is compa-
rable to a standard phase-contrast scan. At the same time,
the accelerated FVE scan retains the advantage of resolv-
ing detailed velocity information, while a phase-contrast
scan can only determine the mean velocity within each
image pixel. This advantage is particularly important at
low tomoderate spatial resolutions, where each voxel may
contain spins at different velocities. Measurements were
performed in a ﬂow phantom and the results were veriﬁed
in vivo data.
Theory
The principles of FVE have been described in detail else-
where [4,5], and only the necessary notation is reviewed
here. For simplicity, we consider a 2D imaging experiment,
but the general framework can be extended to an arbitrary
number of dimensions in a straightforward fashion. In this
simpliﬁed experiment, we consider only one pixel column
at a frequency-encoded position. For that pixel column,
there is one spatial (x, phase-encodingdimension) andone
velocity (v) dimension. The signal equation is:
s(kx, kν, t)=
∫ ∫
ρ(x, ν, t)e−i2π(kx x +kν ν)dx dν , (1)
where ρ(x, ν, t) is the imaged object as a function of space
x, velocity v and time t. kν and kv are the positions in
k-space [13] along the spatial and velocity dimensions as
determined by the encoding gradients, respectively. In the
rest of this paper, time t refers to “cardiac phase”. To im-
age time-varying ﬂow, the experiment needs to sample the
kx-kν-t space sufﬁciently to reconstruct these signals at a
given resolution and ﬁeld of view along the spatial, tem-
poral, and velocity directions. The coverage of this signal
space is often time consuming, since in the simplest case,
the acquisition of each point would require a repetition of
the MRI experiment (i.e. lasting one repetition time, TR).
After acquisition, the data are reconstructed through an
inverse Fourier transform along kx and kν into x-v-t space.
The typical FVE data from a phantom experiment are
shown in Fig. 1. The upper row shows an image of the
phantom on the left and the time-resolved velocity spec-
tra at low (middle) and high (right) ﬂow rates. The bottom
row shows 3D isosurface renderings of the signals in x-v-t
space and the corresponding signals in x-v-f space. The
latter is obtained by applying inverse Fourier transform
along time t. The isosurfaces in (Fig. 1) illustrate where
most of the signal is contained, but there are also signals
at lower intensities outside the surfaces. By transforming
the data to x-v-f space (lower right), the representation be-
comes more concentrated in localized regions. The com-
pact representation of data illustrates that the raw data
in kx-kν-t space contain considerable spatial-velocity-
temporal correlation, which can be exploited to accelerate
the acquisition by utilizing the unoccupied regions in x-v-f
space more fully.
The present work is based on the observation that the
x-v-f space is analogous to they-z-f space in 3Dk-tBLAST
[14], where the second spatial dimension is now replaced
by a velocity dimension. Thus, in an analogous fashion,
88
Fig. 1 Typical FVE dataset from a phantom experiment. Phantom
consists of solid agarose with two parallel tubes. The upper left
panel shows the summed intensity over all encoded velocity intervals.
Frequency- and phase-encoding directions are denoted x1 and x2,
respectively. The velocity spectra are shown for a frequency-encod-
ing position passing through the center of the right tube at low and
high ﬂow rates, simulating diastole and systole, respectively. An iso-
surface representation of the same data in x-v-t space is shown on the
lower left, and the corresponding but sparser x-v-f space is shown on
the lower right
the acquisition can be accelerated through undersampling
of the reciprocal kx-kν-t space, which introduces aliasing
in x-v-f space. This undersampling and aliasing is illus-
trated in Fig. 2. The kx-kν-t space sampling patterns for
the fully sampled and the undersampled cases (accelera-
tion factor 4) are shown in the ﬁrst two columns of the
top row. The resulting signals in x-v-f space are illustrated
in the middle row. It can be seen that, in the undersam-
pled case, the signals are replicated (i.e. aliased) in x-v-f
space. In other words, each pixel in the aliased x-v-f space
receives signal contribution from multiple source loca-
tions. This aliasing process can be described as an encod-
ing process whereby a vector of pixels  is mapped onto an
aliased point ρalias. The aliasing is then resolved according
to the reconstruction formula for k-tBLAST, as described
in Tsao et al. [12]:
=+EH
(
EEH +ψ
)+ (
ρalias −E
)
(2)
where  denotes a baseline estimate of .  denotes the
signal covariance matrix
〈(
−
)(
−
)H〉
, E = 1 =1
[1 . . . 1] is the encodingmatrix, andψ is the noise variance.
Superscript H indicates the complex conjugate transpose
and superscript + indicates the Moore–Penrose pseudo-
inverse. In practice, the signal covariance matrix  is not
known exactly, so it is estimated from a set of training im-
ages as described in Tsao et al. [12]. In the case of FVE, the
training images are obtained with low spatial and veloc-
ity resolutions to speed up acquisition. An example of the
sampling pattern and x-v-f space of such a training data-
set is shown in the last column of Fig. 2. The effect of
reconstructing the data with (2) is illustrated in the lower
half of Fig. 2. The reconstruction process is carried out
for each frequency-encoded position separately. Figure 3
illustrates the reconstruction process in a more familiar
Fig. 2 The reconstructionprocess. The top row from left to right illus-
trates the sampling patterns for a full sampled dataset (for compari-
son), an undersampled dataset (acceleration factor 4), and a training
dataset. The second row illustrates the concentration of signals in
x-v-f space for the same frequency-encoded position as in Fig. 1. The
x-v-f space for the fully sampled case (left) is identical to the one
shown in Fig. 1, while the undersampled case (middle) shows four-
fold aliasing, and the training data (right) is blurred due to the low
spatial and velocity resolutions. The undersampled and training data
are used in k-t BLAST reconstruction to yield the reconstructed x-
v-f space shown in the third row, which is then Fourier transformed
along temporal frequency f to yield the reconstructed x-v-t space
in the bottom row. The reconstruction process is repeated for every
frequency-encoded position
velocity spectrum representation, which is analogous to
what is shown in Fig. 2.
Materials and methods
Volume ﬂow calculation
The mean velocity for each voxel was calculated as a
weighted average in the following expression, using a phasor
representation to account for the periodic boundaries of the
Fourier-encoded velocity axis:
v¯(x)=∠


N/2−1∑
j=−N/2
eiπ
νj
νmax · ∣∣f (x, νj )∣∣

 · νmax
π
(3)
where νj = jN/2νmax denotes the j’th velocity, νmax is the encod-
ing velocity,
∣∣f (x, νj )∣∣ is the magnitude of the velocity spectrum
at the j’th velocity at position x, and N is the total number of
encoded velocities. It should be noted that any linear scaling of
the intensities, such as from inhomogeneous coil sensitivities,
does not affect the average velocity, due to the phasor represen-
tation. The volume ﬂow at each cardiac phase was then calcu-
lated by integrating the velocity over the vessel of interest at the
corresponding time frame.
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Fig. 3 The reconstructionprocess illustrated in the velocity spectrum
representation. The two columns represent a systolic (left) and a dia-
stolic (right) frame at the position indicated by the dotted line in the
top. Each row illustrates the velocity spectrum for different data sets.
From top to bottom: the fully sampled data for comparison, the un-
dersampled data (acceleration factor 4), the low-resolution training
data, the reconstruction result, and the difference between the fully
sampled and the reconstructed result (scaled to reveal details)
Peak velocity determination
For a vessel of interest, the peak velocity was determined with
a technique modiﬁed from Galea et al. [7]. Firstly, a region of
interest (ROI) encompassing the vessel was selected. A maxi-
mum intensity projection was then performed within this ROI
along the spatial dimensions onto the velocity axis. In other
words, for each velocity component the intensity was set to the
maximum intensity among all spatial positions. This results in a
single velocity spectrum for each time point. It should be noted
that, since the vessel diameter was small, any spatial variation
of the coil sensitivities across the vessel could be neglected in the
maximum intensity projection. The peak velocity at each time
point was selected from the corresponding velocity spectrum as
illustrated in Fig. 4. The spectral peak at the highest velocity
was selected. To avoid selecting peaks that were due to trunca-
tion artifacts from the low velocity resolution, the selection only
included spectral peaks above a pre-chosen threshold. In the
present study, the threshold was chosen to be 50% of the maxi-
mum spectrum intensity. This value was found to work robustly
with all the examined datasets. The peak velocity was then iden-
tiﬁed as the velocity at the steepest point of the spectral peak,
i.e. where the derivative of the spectrum attains a local mini-
mum. An alternative approach to selecting the peak velocity is
to choose the point where the velocity spectrum falls below a
given threshold. However, the location of this point is affected
Fig. 4 Peak velocity detection procedure. The left panel shows an
image of the phantom. The ROI is indicated by a white circle, encom-
passing the tube on the right side. The maximum-intensity-projected
(MIP) velocity spectrum, denoted as f (ν), is obtained from the ROI,
and is shown in the upper right panel. The derivative of theMIP spec-
trum, denoted as df/dv, is shown on the lower right panel. The peak
velocity is selected as the minimum of the spectrum derivative
to a large degree by the point spread function along the veloc-
ity dimension. The steepest-decent approach is potentially less
dependant on the point spread function [7].
In vitro experiments
In vitro experiments were performedwith an agar phantom con-
taining embedded tubes (5mm diameter) as illustrated in Fig. 1.
A pulsatile ﬂow (mean ﬂow 10ml/s) waveform was generated in
the tubes using an UHCD MR ﬂow system [15] (Quest Imag-
ing, London,ON,Canada). The dimensions of the tubes and the
mean ﬂow were chosen to mimic the conditions in the common
carotid artery. A gradient-echo FVE sequence was implemented
on a Philips Intera 1.5 Tesla (Philips Medical Systems, Best,
Netherlands) whole-body scanner. A 2D fully sampled FVE
dataset was acquired with a matrix size of 128×76, a FOV of
179×106mm2, a slice thickness of 8mm, 16 velocity encoding
steps, 32 time frames, an echo time of 5.6ms, a repetition time
of 8.5ms, a ﬂip angle of 15◦, and an encoding velocity (νmax)
of 100 cm/s. From this fully sampled dataset, subsets of the data
were used to simulate different acceleration factors and different
amounts of training data.
The amount of training data needed to ensure good recon-
struction quality was investigated. This issue has been investi-
gated previously for the case of time-resolved anatomic imaging
[16]. In that work, it was found that approximately 8–10 pro-
ﬁles (i.e. k-space lines) were needed to achieve an appropriate
balance between low reconstruction error and a short duration
for acquiring the training data. In this work, the requirements
along the velocity encoding axis was investigated. The fully sam-
pled in vitro dataset was decimated using an optimal sampling
pattern as described in [17] to simulate eightfold acceleration.
k-t BLAST reconstruction was then performed with various
amounts of training data from no proﬁles up to all proﬁles. The
amount of trainingwas varied independently in both spatial and
velocity-encoding directions. The relative RMS reconstruction
error was calculated as follows:
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Fig. 5 Relative RMS reconstruction error (calculated according to
(4) using different amounts of training data. In the left panel, each
curve shows the effect of various numbers of training data proﬁles
along the spatial dimension, while keeping the number of proﬁles
along the velocity dimension constant. The right panel illustrates the
effects of various numbers of proﬁles along the velocity dimension
while keeping the number of proﬁles along the spatial dimension con-
stant at eight proﬁles. Only one curve is shown on the right panel to
avoid visual clutter
Fig. 6 Examples of velocity spectra from the in vitro experiment.
The velocity spectra represent a “systolic” (left column) and a “dia-
stolic” (right column) time frame for a frequency-encoded position
passing through the center of one of the tubes in the agar phantom,
as indicated by the dotted lines in Figs. 1 and 3. The top row shows
the fully sampled dataset. The middle two rows show the results
for ﬁvefold acceleration and the corresponding reconstruction error,
ampliﬁed three times to reveal difference. The bottom two rows show
the results for eightfold acceleration
ERMS,t =
√√√√√√√
∑
i,j
∣∣ri,j,t −oi,j,t ∣∣2
∑
i,j
∣∣oi,j,t ∣∣2
(4)
where ERMS,t denotes the relative RMS error at time frame t;
ri,j,t and oi,j,t denote the i’th pixel value at the j’th velocity and
time frame t in the reconstructed and original images, respec-
tively. The summation was performed over all pixels and all
velocities. The reported RMS error was then averaged over the
entire pulsatile cycle. From these results, the suitable amount
of training data was chosen, and this amount was ﬁxed for all
subsequent experiments.
To examine the effects of acceleration, the reconstructed
images at ﬁvefold and eightfold accelerationwere comparedwith
the images from the fully sampled data. Quantitative measures
such as the peak velocity and the volume ﬂow were evaluated.
In vivo experiments
Fully sampled FVE datasets were acquired in the common
carotid artery of two healthy volunteers. The imaging plane was
angulated perpendicular to the main ﬂow direction, based on
an in-ﬂow angiographic image. The position of the slice plane
was approximately 15mm upstream from the carotid bifurca-
tion. The parameters for the FVE scan were similar to those in
the in vitro experiments, except for the following: in-plane res-
olution of 1.2–1.4mm2, and an encoding velocity of 130 cm/s.
The reconstructed images at ﬁvefold and eightfold acceleration
were compared with the images from the fully sampled data in
the same manner as for the in vitro experiments.
Results
In vitro experiments
Figure 5 shows the effects of different amounts of training
data. In general, the reconstruction error dropped rapidly
with very fewproﬁles in the training data.Above 8–10 pro-
ﬁles in the spatial direction, there was only marginal addi-
tional reduction in reconstruction error. The results also
show a similar trend for the velocity-encoding direction.
Based on these results, it was chosen to use nine training
data proﬁles in both spatial and velocity-encoding direc-
tions in the subsequent experiments.
A comparison of the in vitro reconstruction results
is shown in Fig. 6. Qualitatively, the velocity spectra ap-
peared similar among the fully sampled and accelerated
cases. The reconstruction error was ampliﬁed in the ﬁgure
to reveal the differences. There was some reconstruction
error around the spectral peak, indicating that the recon-
struction was unable to fully resolve the unaliased signals.
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Fig. 7 Peak velocity (left panel) and volume ﬂow (right panel) results
for the in vitro experiment. The solid, dashed and dotted lines repre-
sent the fully sampled (i.e. no acceleration), and ﬁvefold and eightfold
accelerated cases, respectively. Volume ﬂow was calculated from the
velocity spectrum data according to (3)
Fig. 8 Peak velocity spectra at a systolic frame from a single voxel
experiencing partial volume effects in the in vitro experiment. The
two curves illustrate the velocity distributions from the fully sampled
(solid line) and the eightfold accelerated (dashed line) reconstructions.
The curves are sinc interpolated. Only 16 velocity steps were encoded
(indicated by the light grid lines). The high-velocity component is
slightly attenuated in the accelerated case
The determined peak velocities and volume ﬂow values
are shown in Fig. 7 for the fully sampled, and ﬁvefold and
eightfold accelerated cases.Acceleration hadminor effects
on the detected peak velocities (Fig. 7, left panel), but the
volume ﬂow curves exhibited slight temporal low-pass ﬁl-
tering, resulting in some under- and over-estimation of the
maximum and minimum volume ﬂow values, respectively.
(See arrows in Fig. 7, right panel). It should be mentioned
that the gate delay was set suboptimally in this experi-
ment. Consequently, the “systolic” peak occurred at the
very last time frame. With the acquisition time gap due
to gating, there was a temporal discontinuity between the
ﬁrst and last time frames. This created a more challeng-
ing situation than usual for the k-tBLASTmethod, which
relies on a Fourier transform along the temporal dimen-
sion. As a result, a rather large volume ﬂow error was seen
for the accelerated cases at the last time frame.
To explore the low-pass temporal ﬁltering of the
volume ﬂow curves further, Fig. 8 shows an exam-
ple of velocity spectra from a single voxel containing
both stationary and moving tissue at a systolic time
frame. While the fully sampled and accelerated veloc-
ity spectra were qualitatively similar, slight attenuation
of the high-velocity components was seen in the accel-
erated case. This attenuation resulted from incomplete
unaliasing for the time-varying signal component. The
time-averaged volume ﬂow remained accurate, and it
was determined to be 10.5, 10.7 and 10.8ml/s for the
fully sampled, and ﬁvefold and eightfold accelerated
cases, respectively. Additionally, since the location of the
high-velocity peak was preserved, the peak velocity was
practically unaffected by the acceleration (Fig. 7, left
panel).
In vivo experiments
Example velocity spectrum images, and peak velocity and
volume ﬂow measurements for volunteers are shown in
Fig. 9 and Fig. 10, respectively. The observations were
similar to those for the in vitro experiments. The velocity
spectra are qualitatively similar among the fully sampled
and accelerated cases (Fig. 9). In the ampliﬁed reconstruc-
tion error images, it was possible to identify some recon-
struction error around the spectral peaks. The volume
ﬂow curves exhibited some temporal low-pass ﬁltering
in the accelerated cases (Fig. 10), while the time-aver-
aged volume ﬂow measurements were similar among the
fully sampled and accelerated cases. For all three cases,
the time-averaged volume ﬂow was determined to be be-
tween 10.1 and 10.3ml/s for volunteer 1, and between 9.5
and 9.7ml/s for volunteer 2. Acceleration had little effect
on the peak velocity measurement, but slight overesti-
mation was seen for diastole (see arrows in Fig. 10, left
column).
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Fig. 9 Reconstruction results from two volunteers. The upper row
shows a cross section of common carotid artery. For the frequency-
encoded position indicated by the dotted line, the velocity spectra
from a systolic (high-ﬂow) and diastolic (low-ﬂow) time frame are
shown for each of the two volunteers. The second row shows the fully
sampled dataset. The next two rows show the results for ﬁvefold accel-
eration and the corresponding reconstruction error, ampliﬁed three
times to reveal difference. The bottom two rows show the results for
eightfold acceleration
Discussion
This paper demonstrates that the data in a typical FVE
acquisition can be transformed into amuchmore compact
representation, indicating that fewer degrees of freedom
are needed to describe such a data set, thus opening up the
possibility for signiﬁcant acceleration. It is shown that the
previously presented k-t BLAST framework can be used
for accelerating time-resolved FVE scans if the velocity-
encoding direction (or directions) is treated in a similar
fashion to a spatial dimension. For example, the standard
2D FVE acquisition with one velocity encoding dimen-
sion can be treated in a similar manner to an acquisition
with three spatially encoded dimensions [14].
Through simulations with in vitro experiments, it was
shown that k-tBLAST reconstruction of accelerated FVE
datasets is possible. The appropriate amount of training
data in terms of balancing between low reconstruction
errors and short acquisition time was found to be 8–10
training data proﬁles in the spatial encoding direction.
This was in accordance with previous ﬁndings [16]. For
the velocity direction, a smaller number of proﬁles seemed
to be sufﬁcient, but we chose nine proﬁles to err on the safe
side.
The acceleration led to some alterations in the velocity
spectra, although the typical error was difﬁcult to see un-
less it was ampliﬁed. The main effect was that the volume
ﬂowcurve exhibited some temporal low-pass ﬁltering. The
degree of the low-pass ﬁltering became more pronounced
with increasing acceleration. This dependence on acceler-
ation was expected, since fewer degrees of freedom could
be recovered when fewer data were acquired. Since the
reconstruction equation of k-t BLAST minimizes the ex-
pected reconstruction error, higher temporal frequencies,
which typically have lower signal intensities,maybe traded
for lower temporal frequencies, resulting in the low-pass
ﬁltering effect observed. In practice, the extent of low-pass
ﬁltering can be reduced either by using lower acceleration
factors or by using k-t SENSE [12] to take advantage of
the complementary information provided by multiple re-
ceiver coils.
The overall shape of the velocity spectra was generally
well preserved. Accordingly, the peak velocities could be
determined rather accurately, even at high accelerations.
Other measures of the velocity spectrum should also be
relatively insensitive to the acceleration. These include the
time-averaged volume ﬂow, and the mode of the veloc-
ity spectrum (i.e. the most common velocity component
as determined by the algorithm of Bittoun et al. [9]).
This renders the proposed method particularly suitable
for applications that rely on such measures for quanti-
ﬁcation. Examples include peak velocity determination
downstream of stenotic vessels and heart valves. Peak
velocity determination in the evaluation of stenosis is of
clinical importance [18], but the detection of peak velocity
is not reliable with a standard phase-contrast sequence
due to intra-voxel averaging, which occurs unless very
high spatial resolution is used. Normally, the need to
encode the velocity dimensionwouldmake the acquisition
time prohibitively long. This would make a breathhold
acquisition impossible. In the case of vessel stenosis (e.g.
in the carotid artery), thiswould increase the overall exam-
ination time to the extent that the scan becomes very sus-
ceptible topatientmovement during the acquisition.Thus,
the proposedmethod provides a uniquemeans of address-
ing such clinically relevant questions. Additionally, since
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Fig. 10 Determination of peak velocity (left column) and volume
ﬂow (right column) for volunteers 1 (top row) and 2 (bottom row).
The solid, dashed and dotted lines represent the fully sampled (i.e.
no acceleration), and ﬁvefold and eightfold accelerated cases, respec-
tively. Volume ﬂow was calculated from the velocity spectrum data
according to (3)
the mean volume ﬂow is well preserved at high acceler-
ation factors, the proposed method is suitable for deter-
mining mean volume ﬂow in situations, where the FOV
contains both very high and very lowﬂow rates, such as for
simultaneous measurements of both arterial and venous
vessels.
The accelerated datasets presented here were obtained
by simulation from fully sampled datasets. This situation
is similar but not identical to an accelerated acquisition.
In the latter case, larger k-space distances are traversed
between each encoding step, potentially leading to more
complicated eddy current effects, which need to be taken
into account in order to avoid artifacts [14].
It should be mentioned that when accelerating
acquisition by as much as a factor of 8, the training
data acquisition takes a relatively long time compared
to the undersampled acquisition. For one of the exam-
ples shown here, the training data contains 42% of the
number of proﬁles in the undersampled acquisition at
acceleration factor 8, resulting in a net acceleration fac-
tor of 5.6. However, since training data can be acquired
in a separate acquisition without much penalty [16], it
is still possible to take advantage of the high acceleration
factors in breathhold situations by acquiring the under-
sampled and training data in two separate breathholds.
Also, the acquisition time for the training data can be re-
duced by using fewer velocity proﬁles, and by utilizing
parallel imaging.
The main advantage of the presented method over
previous methods for accelerating FVE is that it provides
the acceleration without explicitly sacriﬁcing spatial or
velocity resolution. The high acceleration factors dem-
onstrated here allow acquisition of FVE datasets in
a time frame comparable to a standard phase-con-
trast scan with only slight temporal blurring. Thus, the
technique holds considerable promise for FVE scan-
ning under time constraint, e.g. in breathhold acq-
uisition or in situations where patient movement is
difﬁcult to control for an extended period. Further-
more, the suggested approach can also be extended
in a straightforward fashion when more spatial and
velocity dimensions are encoded. The extension to
additional spatial and velocity encoding dimensions is
likely to make the FVE data space even more sparse,
which would render it very suitable for high acceler-
ations. FVE of multiple velocity dimensions could be
useful in situations where ﬂow patterns are complex
(but non-turbulent), with signiﬁcant in-plane compo-
nents. In such cases, one-directional FVEwould only par-
tially help in resolving all velocity components.
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Conclusion
A novel method for acceleration of FVE has been
presented. Using this method, it is possible to accel-
erate FVE to acquisition speeds that are comparable
to a standard phase-contrast scan. The acceleration
is gained without compromising spatial or veloc-
ity resolution, and the overall shape of the recon-
structed velocity spectra is generally well preserved in
the accelerated datasets. Some temporal smoothing is
seen in the accelerated datasets, but the unique abilities of
the FVE acquisition to detect peak velocities is uncom-
promised despite the signiﬁcant reduction of scan time.
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